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Kit, Nasal, Surgical, Small 


Tokyo, Japan, 


‘PORTANCE: Not. previously reported, 


DESCRIPTION: This set is contained in a rectangular stainless stecl 
ease, 81/2" x 1/4" x 2", bearing the trade mark,"R, Nagashima", 
The contents of the case are as follows: 
Knife, angle, straight edge, 6 1/h" 
Knife, angle, sharp point, 6 1/)' 
Scalpel, laryngeal, 6 1/)" | 
Knife, swivel, (Ballinger type) 7 1/)" 
Elevators, septum, 8" 
Chisel, antrum type, angle, 6 1/)" ea 
Specitlum, nasal, 3 1/2" ea 
Forceps, throat, angled, Fauvel's type, 7" ea 
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Periosteal Raspatory, angular, 8" ea 
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Retractors, nasal, metal, 3" ea 


VENT: This set contains the usual instruments of average quality 
of polyps, and other nasal surgery. 


Photographs: Fig, 1, Kit, Nasal, surgical open. 


Fig. 2.- Instuments contained in kit, 


Fig 1: Case, open. 


Fig 2: Instruments contained in kit, 
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